Performance of a differential synchronous demodulator for electrical impedance tomography.
The performance of a differential synchronous demodulator is presented. This demodulator is part of an electrical impedance tomography system developed by our group. In addition a technique for common-mode correction instead of common-mode feedback is proposed. A series of measurements as a function of the common-mode signal is given.